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Abstract

A magnetometer based on pulsed proton magnetic resonance has been developed and constructed. The system will be
employed for an accurate measurement of the absolute magnetic field in the region of 1.45 T in a precision experiment on the
muon’s anomalous magnetic moment at the Brookhaven National Laboratory (BNL, USA), where a knowledge of the
magnetic field is required with 1 X 10 relative accuracy. The performance of the magnetometer has been tested in a large
bore superconducting magnet and a precision of one part in 10% was achieved.

1. Introduction

The method of nuclear magnetic resonance (NMR) has
been employed for measuring magnetic fields in many
precision experiments [1]. Due to its capability of de-
termining absolute field values, it is also commonly used
for the calibration of magnetic sensors which are based on
other physical principles such as, e.g., Hall plates [2]. The
high resolution of NMR magnetometers arises from the
sharp resonance lines observed in many liquid or gaseous
samples containing nuclei with nonzero spin. Even in some
solids, especially polymers, the residual dynamics of the
molecules can average out line broadening interactions to a
great extent. Thus commercial NMR magnetometers (e.g.,
Teslameter PT2025, Metrolab, Switzerland) with rubber
samples have resolutions in the sub-ppm range in magnetic
fields of the order of 1T. New precision experiments
currently in progress, however, require the knowledge of
the magnitude of magnetic fields to an accuracy one order
of magnitude beyond the capability of commercial instru-
ments. The magnetometer described in this article has been
developed to meet the specifications of the new experiment
AGS 821 at the Brookhaven National Laboratory (BNL),
Upton, New York, USA [3], which aims to improve the
experimental accuracy of the g-factor of the muon, respec-
tively its magnetic anomaly a, = (g, — 2)/2 by a factor of
20. This experiment has the potential of revealing contri-
butions to the magnetic anomaly a, from physics beyond
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the standard model. It requires the measurement of a
magnetic field of about 1.45 T in a storage ring of 7.112 m
radius inside the toroidal storage volume of radius p =
4.5cm [4] to a relative accuracy of 0.1 ppm. For online
field measurements, a repeatability of 5 parts in 10* must
be achieved to allow an error of the same size for the
calibration of the magnetometer. As the magnetic sus-
ceptibilities of dia- and weakly paramagnetic materials are
of the order 1 ppm, all objects in the vicinity of the storage
volume like the vacuum chamber and the detectors for the
decay electrons will inevitably change the magnetic field in
the region of interest by several ppm. For this reason, the
development of the field measurement system includes the
design of a compact, vacuum compatible version of the
magnetometer which is capable of measuring the magnetic
field in the storage region inside the vacuum chamber after
the complete assembly of the experiment.

The magnetometer presented here is based on pulsed
NMR [5,6]. The background of the pulsed NMR technique
will be discussed here only as far as it is relevant for the
construction of a magnetometer. Especially, we will re-
strict ourselves to the case of nuclei which carry spin

=1, like the proton. In an external field B, such a
nucleus can occupy two distinct eigenstates separated in
energy by

AE=tfw, . w, =B, M

where w, is the Larmor frequency, v, the gyromagnetic
ratio of the respective nucleus and # the Planck constant.
For a free proton, the gyromagnetic ratio is 7y, =2w
42.577469(13) MHz/T [7].

Despite the quantum mechanical nature of the NMR
effect, the time evolution of the signal observed in pulsed
NMR experiments can often be described by classical
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equations [5]. This is possible because the signal arises
from a huge number of individual magnetic moments. In
thermal equilibrium, the magnetic moments g, of the
nuclei in a sample add up to a static macroscopic magnetic
moment M =2, u which is parallel and proportional to
the applied field B,. The behaviour of M under the
influence of rf-pulses of frequency w = w, is best de-
scribed in a coordinate system S rotating relative to the
laboratory frame S with the frequency w about the
direction of B,. In §’, the external field is reduced to
B, — w/vy, which is very much smaller than B, if w = w,.
If an additional field B, orthogonal to B, and static in S,
e.g. parallel to the x"-axis, is applied, the magnetic moment
M rotates in S” about an effective magnetic field B,,, =
B, + B, (] — (w/w,)) (see Fig. 1). In resonance, w = w,,
the effective field is equal to B, and thus orthogonal to B,,,
and M rotates with the frequency w, = ¥B, about the
x"-axis. If B, is switched on only for a finite time interval
t,, M is tilted by an angle

a=yB, . (2)

In the laboratory frame, the field B, is a circularly
polarized field with angular frequency . If it is switched
on for a time interval ¢ = (m/2)}/w,, the magnetization is
effectively tilted by 90° and subsequently precesses with
the Larmor frequency w, about B,,. To completely describe
the time evolution of M, relaxation effects, i.e. the forces
driving the magnetization back to its thermal equilibrium
value, must be included. Phenomenologically, the dynamic
behavior of M including relaxation is described by the
Bloch equations [8]

d'M:_ M X B M:_MU#_M()-M:
ar M B m T
oM KB, - 3)

where the transversal relaxation time T, is the time
constant for the decay of the component of M orthogonal
to B, while the longitudinal relaxation time T, is the time
constant with which the component parallel to B, ap-
proaches its thermal equilibrium value M,. The width
Aw,,, of the resonance line (FWHH) is directly related to
the transversal relaxation time T,. e.g., Aw,,, = 2/T, for a

By
Fig. 1. Effective magnetic field B,,, (a) and magnetic moment M
(b) during an rf-pulse in a coordinate system S* rotating with the

if frequency w about the direction of the external field B,. B, is
the magnetic field produced by the rf-pulse.

Lorentzian line. The relaxation times for the proton
magnetization in pure water at room temperature are 7', =
T,~3s [9], corresponding to a linewidth Aw, ,, of 27 X
0.1Hz. In a field of 1.45T, @ _=2w X 61.7MHz, the
quality factor of this resonance line is w; /Aw,,, =6 X 10"
and reflects the extremely high resolution potential of
NMR magnetometers and their usefulness for the new
g, — 2-experiment.

2. The pulsed NMR magnetometer

A block diagram of the magnetometer is shown in Fig.
2. A low phase noise synthesizer, stabilized by a Loran C
receiver to 10" relative accuracy, is the input of a
custommade two stage 10W class C transistor pulse
amplifier (R. Umathum, Heidelberg, Germany) with a gain
of 60 dB, a center frequency of 60 MHz and a bandwidth
of 30 MHz. Triggered by the VME computer, the pulse
amplifier delivers pulses of about 4 ws duration. After
running through the duplexer and the multiplexer, they
produce a linearly polarized rf-field B, of about 2mT in
the coil L, one of whose circularly polarized components
tilts the magnetization of the protons in a water sample by
90°. The homebuilt multiplexer (Fig. 3) allows to serve up
to 20 probes with a single magnetometer. Each switch
consists of two PIN diodes (MAP1250) separated by a A/4
line realized with SMD coils and capacitors. A switch is
closed by running a current of 7 mA through each of the
two PIN diodes. Each open switch represents a capacitance
of about 1.5 pF (the capacitance of the MAP1250 diode)
parallel to the capacitor C, of the A/4 line. By lowering
the value of C by about 30 pF, we were able to keep the
insertion loss of the multiplexer as low as the one of a
single switch while retaining an isolation of better than
65 dB of an open switch.

Following the rf-pulse, the precessing component of the
proton magnetization induces a voltage with the Larmor
frequency w, in the coil L . This voltage is refered to as
the NMR signal. In order to increase the signal amplitude,
the coil is part of a resonance circuit with a quality factor
Q of about 30. The parallel coil L is used to match the
circuit to the line impedance of 50 (). After running
through the multiplexer, the NMR signal is steered by the
duplexer to the input of a low noise preamplifier. The
duplexer is a nonlinear device separating the transmitter
from the receiver. As its bandwidth is of no concern for
this magnetometer, the simple, purely passive but very
effective design shown in Fig. 4 was chosen. The nonlinear
elements are pairs of crossed diodes which represent a
short circuit for the strong rf-pulses but a high impedance
for the weak NMR signal. For this signal the two A/4 lines
combine to a single A/2 line allowing a free choice for the
impedance Z; . A high value of Z, was chosen to reduce
the voltage at the preamplifier input during the 10 W pulse
and thus the deadtime of the receiver.
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Fig. 2. Block diagram of the pulsed NMR magnetometer. The rf-pulses are produced by a 10 W pulse amplifier. The amplified NMR signal
is mixed with the synthesizer frequency to obtain the low frequency FID. A frequency counter, which is read out by a VME computer,
measures the FID frequency. The envelope of the NMR signal is used to determine the measuring time. The full FID may be digitized with a
12-bit ADC with selectable sampling rates. The digitized FID may be Fourier transformed to monitor the field distribution over the sample
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Fig. 3. The 1:20 PIN diode multiplexer. A switch is closed by
running a current of 7mA through each of the two PIN diodes.
The two diodes are separated by a A/4 line to improve the
isolation of an open switch. The A/4 is realized with lumped
components.
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Fig. 4. The duplexer. During the 10 W transmitter pulse, the pairs
of crossed diodes represent a short circuit. The A/4 line between
A and B transforms the short circuit at point B to a high
impedance at point A. For the weak NMR signal, the high
impedance of the diodes decouples the transmitter from the
multiplexer and the preamplifier, and the duplexer acts as a pure
A/2 line between multiplexer and preamplifier.

The amplified NMR signal is mixed with the synthesizer
output, a signal of well defined frequency w,,, close to the
NMR frequency w, . From the mixing products the differ-
ence frequency w, — w,,, is selected by a low pass filter
and further amplified. We will refer to this signal in the
KHz region as the FID (free induction decay) of the NMR
probe. In a second branch of the receiver the envelope of
the NMR signal, called FIDE, is determined by multiply-
ing the preamplifier output by itself and discarding the 2w,
component. Finally the frequency w,, = o, — o, of the
FID is measured with the frequency counter, an integrated
circuit board occupying one quarter of a VMEbus compat-
ible Eurocard. Fig. 5 shows the logic and timing diagram
of the frequency counter. A logic pulse SM, derived from
the transmitter pulse FP, opens an asynchronous gate
AGATE about 10 ps after the end of the transmitter pulse.
The 10 ps delay accounts for the deadtime of the pre-
amplifier and allows for the decay of the transient resppnse
of the low pass filter in the analog part. The analog input
signals FID and FIDE are converted to the logical signals
FPULS and EPULS, respectively, by means of com-
parators with a positive threshold for the envelope FIDE
and zero threshold for the FID. When AGATE is high, the
output GATE of the D-flipflop FF will be set by the next
rising edge of FPULS and thus by a positive zero crossing
of the FID. The GATE signal enables two counters, one of
them counting the pulses of a 20 MHz clock (internal or
external) and the other the periods of the FID. The
frequency measurement is stopped by the falling edge of
EPULS as soon as the envelope FIDE has fallen below the
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Fig. 5. Frequency counter circuit and timing diagram. The start of
the frequency measurement is triggered by the logic pulse SM
which is preceded by a pulse FP starting the pulsed excitation. A
D-flipflop is used to synchronize the gate signal GATE for the
clock counter and the FID period counter with the positive zero
crossings of the FID. The end of the measuring time f
derived from the FID envelope FIDE.

GATE 1S

threshold of the FIDE comparator. Again, the edge of the
counter gate GATE is synchronized to a positive zero
crossing of the FID. The measuring time ¢ ,.,, is thus a
known integer multiple k of the FID period. From the time
toare and this integer k the frequency w,,, = 2w X k/
toare 18 calculated. For long NMR signals, an upper limit
for f;,rg may be set by the RC time constant of the
monoflop. Using Eq. (1) the magnetic field B at the
location of the respective probe can be calculated from
wl‘lD as

w .t W,
B = e HD‘ (4)
Y

In the g, — 2-experiment, almost 400 NMR probes read
out by 20 independent magnetometers will be used. The
vast majority are 360 fixed probes embedded in the upper
and lower plate of the muon vacuum chamber. The design
of these probes is shown in Fig. 6. They are housed in
grooves machined into the outside surface of the 0.5in.
thick top and bottom aluminium plates of the vacuum

aluminum Ls H,0 + CuSO,

aluminum
. 7N\

cable L

Fig. 6. NMR probe containing a cylindrical water sample. The
active water volume has a diameter of 2.5 mm and a length of
I5Smm. The cyhndrical symmetry was chosen to keep to a
minimum the field distortions in the region of the water sample
caused by the bulk susceptibility of all parts of the probe. To tune
the resonance circuit, the capacitance C, can be varied by moving
a teflon ring in or out.

chamber. Thus all the space between the chamber and the
poles of the magnet remains free for the installation of
current shims necessary to achieve a field homogeneity of
I ppm in the muon storage volume [4]. To reduce the
relaxation time of the sample, which limits the field
measurement repetition rate (see Section 3.5), the probes
are filled with a dilute aqueous solution of CuSO, with a
Cu®’-concentration of about 1.5% 10’ c¢m * leading to
relaxation times of 7,, 7, =30 ms [10].

3. Characteristics of the pulsed NMR magnetometer
3.1, Accuracy

The field measurement in a pulsed NMR magnetometer
is purely passive. The excitation and the detection of the
NMR signal are separated in time. Due to the huge number
of nuclei contributing to the signal, the voltage induced by
the precessing nuclear magnetic moments is virtually free
of any statistical error. The dominant noise present is the
noise of the circuit needed to pick up the NMR signal, i.e.
the Nyquist noise of the 50 £} resistor represented by the
tuned and matched probe circuit.

The accuracy of the FID frequency measurement is

Awyy, :%‘_"\1&’ (5)

wl‘ 1] tGATE

where Ar, ., is the uncertainty in the measurement of the
time interval f,. =& X 27/w,,. The number of zero
crossings k is an integer and does not affect the accuracy.
Assuming that the frequency w,, is known exactly, it

ref

follows from w, = w,,, + w,,,, that Aw, = Awy,, and thus

T

Aw,

Awp Wpp Oy At are

= = . (6)

Wy Wy, Wy W Igate

Assuming a typical value of w,, =2 X30kHz, the
accuracy required for the measurement of 7., .., and
therefore, of w,,;, is reduced by a factor of w, /w,,, =2 X
10" with respect to the field measurement itself! The time
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interval ¢, ., during which the frequency of the FID is
measured, is typically of the order of 1 ms. Changes in the
phase of the synthesizer output signal during 1, ... lead to
an error in the FID frequency. In our field measurements
we found that this contribution to the relative uncertainty
can be kept well below 107" if a low phase-noise
synthesizer such as the PTS160 (Programmed Test
Sources, Inc., MA, USA) is used. Assuming a highly stable
reference frequency, the uncertainty At ,.. arises from
two sources.

(a) The time interval ¢, ;. is measured by counting the
pulses of a 20 MHz clock, i.e. it is measured in multiples
of T, =50ns. In a series of measurements the mean
error is (Atg,p) = 2T, [11] resulting in

Ao, _ Dy Toioen 7
Wy W 3lgare '
For tgure = 1 MS, w,,, =27 X 30kHz and @, =27 X
62 MHz eq. (7) yields

@, -9
—=79X10 ", (8)
L
For smaller frequencies wg,,, <2w X 30kHz, or longer
measuring times f;, .. > |1 ms, the error will be even
smaller.
(b) Due to noise N(t), the zero crossings of the receiver
voltage

Ut) = s(t) + N(t) = S(t ory) SiD{w,, ot + ] + N(1) 9

do not occur exactly at the zero crossings of the pure FID
s(t) but somewhat before or after. S(z) in Eq. (9) is the
envelope of the signal s(r). For this magnetometer, in a
field of B = 1.45T, the signal-to-noise ratio S/N is above
300 at the beginning of the time interval .. and the
measurement is stopped at §/N = 100. Therefore we can
restrict ourselves considering the end of the time interval
toare- Near the last zero crossing, the receiver voltage can
be approximated by

U([GATF. + T) = S(’GATE) wl"l[) T

2m
) , (10)
wFI[)

where we assume that the noise signal is approximately
constant in the short time interval during which the signal
voltage is comparable to the noise level. As the FID is the
output of a low pass filter, there is no high frequency noise
present. Assuming (aussian noise, the zero crossing will
occur with 68% confidence while

SN, S s,, (an

I=IGATE '=1GATE

+ Nt are) (T <

1 1 1 1
=T

=
P [S/N]

[S/N] oo (12

I=IGATE TSIGATE

where $(7):=5(, 1.} @pp, T 18 the approximate signal for
t=foarps T=18—tgae, and [S/N] =SUoare)!

V(N (1)) is the signal to noise ratio at 7 =1,y The
corresponding standard deviation is

!=IGATE

l 1

AMore =TT . 13
GATE [S/N] P wFIL) ( )

Inserting Eq. (13) into Eq. (6) yields

Aa)l_ _ wFlD AIGATE _ 1 ] . (]4)

Wy @ lgare [S/N]rﬂ(m,”__ Wy oAt

In contradistinction to the uncertainty resulting from the
time resolution of the 20 MHz clock, Eq. (7), the error due
to noise is independent of w,,,. Inserting w, =2m X
62MHz, 1, =1 ms (as above) and, realistically, [S/
N] = 100 into Eq. (14) leads to

T=1GATE

Wy

=25x10"". (15)

[

Due to the long intrinsic relaxation time of the water
sample, the duration of the NMR signal will in practice be
limited by the field inhomogeneity across the sample
volume. A nonuniform field distribution of width 8B
results in a spread of Larmor frequencies dw, = ¥, 3B and
thus in a loss of coherence with a time constant & =~ 1/
dw, . If the signal decay is dominated by the field in-
homogeneity, the envelope of the NMR signal is given by
the Fourier transform of the field distribution and the time
constant & is equivalent to the transversal relaxation time
T, and thus to the measurement time t, . Consequently,
the accuracy of the magnetometer depends on the field
homogeneity in the sample volume. In our examples we
used 7, = | ms corresponding to a spread of the Larmor
frequencies of 27 X 300 Hz or 5ppm out of w, =2mwX
62 MHz. According to Eq. (15) we are able to measure this
5 ppm field spread in the sample volume to an accuracy of
0.5%.

Although the gyromagnetic ratio y, does not affect the
relative accuracy of the field measurement, the knowledge
of its absolute value actually is the limiting factor for
determining the strength of the field B. It should be noted
that v, is treated as a bulk constant of the complete NMR
probe rather than the value of the single free nucleus
(proton). In the latter case, ¥ would be a fundamental
constant, but Eq. (4) would only yield the value of the
average magnetic field at the positions of the nuclei. This
average field deviates from the external magnetic field due
to the screening effect of the electrons surrounding the
nuclei, known as the chemical shift [6}, and, in addition,
by the field distortions caused by the bulk susceptibility of
all parts of the NMR probes including the (water) sample
[12].

For the g, — 2-experiment, and in general for all experi-
ments measuring magnetic moments of elementary par-
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ticles, it is appropriate to define the magnetic field by the
Larmor frequency w, of a free proton, B:=w,_/v,. In this
case, the determination of 9, is equivalent to the measure-
ment of the ratio between the gyromagnetic ratio of the
probe and that of a free proton. For protons in a spherical
water sample, this ratio is known to an accuracy of
0.014 ppm from the combined results of two sophisticated
experiments [13,14]. Thus, for the calibration of the NMR
probes, which must be done with a relative accuracy of
5% 107", a spherical sample can be used.

3.2. Measurable range of magnetic field

For the magnetometer shown in Fig. 2, the measurable
range of the magnetic field is limited by the bandwidth of
the resonance circuit of the probe. The probes built for the
g, — 2-experiment (Fig. 6) have a quality factor of ¢ =~ 30
corresponding to a bandwidth of 3% and this is also the
range in which a magnetic field can be measured without
retuning the probes. As an NMR magnetometer derives the
field information from a resonance signal, it is also
important to specify the size of field variations that can be
tolerated without losing the resonance. This feature is
important whenever the magnetometer has to be able to
follow small, fast field changes. Typical causes of such
field changes are (1) movements of a probe in an
inhomogeneous field, e.g., when mapping a field in a large
volume with a single probe, (2) small-amplitude field
modulations, or (3) switching between different probes in
a multiple-probe system. The range of fields a pulsed NMR
magnetometer is sensitive to at the same time, i.e., for a
fixed synthesizer frequency w,,, is limited either by the
bandwidth of the rf-pulse or by the width of the low pass
filter following the mixer (see Fig. 2). The rf-pulse
bandwidth is related to the pulse length and thus, indirect-
ly, to the output power of the pulse amplifier. In our case,
the length of a 90°pulse (Eq. (2)) is about 4 ws. This
implies a reduction of about 10% of the rf amplitude for an
offset of 100 kHz (0.16% out of 62 MHz). With respect to
the frequency range the magnetometer is sensitive to for a
given synthesizer frequency, the rf-pulse bandwidth is by
far more restrictive than the bandwidth of the probes. It
could be increased by either using an amplifier with a
higher output power or by reducing the length of the
rf-pulse. The latter option would imply sacrificing the
optimum flip angle of M and thus would result in a
decrease of the S/N-ratio.

In general, it is preferable not to be limited by the
available rf-power but by the bandwidth of the low pass
filter. The signal-to-noise ratio of the FID can then be
optimized by adjusting the filter bandwidth to the fre-
quency range that actually has to be covered by the
magnetometer. Within the bandwidth of the filter, the
pulsed NMR magnetometer is sensitive to any field value
at any time. In this sense, the magnetometer, although
using a sample with a single resonance line, indeed

exploits the great virtue of the pulsed NMR technique,
namely its ability to record different resonance frequencies
simultaneously.

3.3. Tolerable field gradient

In order to record at least one full period of the FID, a
minimum length of the transient signal of about 30 s is
required for wg,, = 27 X 30 kHz. This sets a lower limit of
about the same size to the tolerable relaxation time T,.
Assuming a Gaussian field distribution in the sample
volume, a value of 7, of 30 us corresponds to a field
distribution with a width of AB=2+2 B /(e T,)=
0.35mT or 250 ppm out of 1.45T. The relative accuracy
of a single measurement is then, according to Eq. (14) with
taare = T, Toughly 1ppm. To achieve a precision of
5% 10 " the tolerable field spread in the sample volume is
about 10 ppm. For the probes shown in Fig. 6, the field
gradient is thus limited to 50 ppm/cm in the transverse and
10 ppm/cm in the axial direction of the probe. In general it
is preferable to make the sample diameter D as large as
possible, because the sample volume and thus the FID
amplitude is proportional to D” (D* in case of a spherical

1

sample) whereas the length of the FID scales with D .

3.4. Repetition rate of field measurements

The minimum time interval between subsequent field
measurements is given by the longitudinal relaxation time
T, which, in the case of an aqueous solution of para-
magnetic ions, can be adjusted in a wide range (1 ms-3s)
by the concentration of the ions. The best performance of a
magnetometer reading out a single probe is achieved if T,
is roughly equal to the upper limit of the transversal
relaxation time 7, which is set by the local field in-
homogeneity at the position of the probe. A relaxation time
of 30 ms of the CuSO,-solution in our probes was chosen
to allow a precision of one part in 10 in a single
measurement as well as to be able to accumulate a series
of measurements for selected probes within the time
constant of the magnetic field regulation which is typically
several seconds.

4. Performance test of the magnetometer

The performance of the magnetometer was extensively
tested in a superconducting solenoid which is part of a
muonium hyperfine structure experiment [15] at the Clin-
ton P. Anderson Meson Physics Facility (LAMPF) in Los
Alamos, USA. The field in this solenoid is 1.7 T corre-
sponding to a Larmor frequency of @, =2w X 72.3 MHz.
Although designed as a narrowband instrument optimized
for a field of 1.45 T, the magnetometer could be used for
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Fig. 7. (a) Field map taken in a large-bore superconducting MRI magnet. A matrix of 25 probes was used covering a cross section of
8 X 8cm’. The FID frequencies spread over a range of 1400 Hz corresponding to a field inhomogeneity of 20 ppm. The synthesizer

(reference) frequency was set to w,,
the magnetic field are indicated in (b).

field measurements at 1.7 T with only retuning the NMR
probes to the higher frequency.

In Fig. 7a a map of the magnetic field near the center of
the magnet prior to shimming is shown. The relatively
poor field homogeneity of 1000 ppm in a 50 cm diameter
spherical volume at that time was due to the effect of the
iron case which is needed to shield the solenoid from its
environment and vice versa. The map was taken with a set
of 25 probes, arranged in a 8 X 8 cm”® matrix (Fig. 7b). For
the test measurements, probes with a 5mm glass tube
sample (inner diam. 4.2 mm) and a length of the coil L of
6 mm were used. The active water volume and thus the
FID amplitude was therefore similar to that of the probe
shown in Fig. 6. The shape of the sample volume,
however, was better suited for the truely three-dimensional
field distribution in the large-bore solenoid. Fig. 8 shows
the digitized FIDs of four of the 25 probes. They demon-
strate the dependence of the length of the FID on the field
homogeneity. It is best at probe #18 which was located
near the saddle point of the field. The initial signal-to-noise
ratio is 320:1. Although the length of the signals and thus
the measuring time ¢, varied between 5 and 15 ms, the
standard deviation of a great number of frequency mea-
surements from their mean @/2% in the constant field of
the solenoid was initially similar for all probes, improving
merely from o, = 1.2 Hz for probe #1 to ¢,, = 0.8 Hz for
probe #18. The accuracy of the measurements was
actually limited by the phase-noise of the synthesizer Fluke
6160A used at the time of these tests. Later on, this
synthesizer was replaced by a PTS160 synthesizer and a
standard deviation of 0.25Hz or 3.5 parts in 10” out of
72.3MHz was obtained for the probes in the most
homogeneous region of the field.

=27 X 723MHz and @, = w,,; + @y The positions of the probes in the matrix and the direction of

For a given bandwidth of the resonance circuit, the
signal amplitude of an NMR probe is proportional to w:,
respectively Bf) [16], and thus one would expect the S/N
ratio in the 1.7 T field to be significantly higher than in the
1.45 T field, the magnetometer was designed for. However,
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Fig. 8. Digitized free induction decay (FID) signals of probes 1
(@), 13 (b), 18 (c) and 25 (d) in the setup of Fig. 7. The signals
were recorded with a 12 bit ADC at a rate of 100 kHz. Each signal
consists of 4k data points. The apparent structures in the signals
arise from the small ratio between the digitizing rate and the
signal frequencies.






